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Introduction
Intervertebral cages in the lumbar spine have been a
promising advancement in spinal fusion. The final goal of
the procedure is to relieve low back pain, one of today’s
major and most expensive health care problems. A large
number of cages exist, which are different in design, ma-
terial and surgical implanting approach. Several clinical
follow-up studies have been published, mostly reporting
high fusion rates, even though the criteria for success are
inconsistent [1, 5, 17, 18, 23, 25, 30, 31]. Additionally,
there have been reports of mechanical failure, subsidence
and migration [23, 39, 42]. The success of a cage inser-
tion, which is regarded as fusion, and thereby stabilisa-
tion, of the spine, in addition to the biological factors, may
be dependent on other parameters, including material prop-
erties of the vertebrae or the cage, geometry of the im-
plant, and the interface between the bone and the cage
[23, 25, 39, 43].
Hence, experimental and finite element studies have
been carried out to investigate the influence of these fac-
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tors on biomechanical behaviour, especially on initial sta-
bility. Grosland et al. [13] presented a comparative finite
element investigation of multiple interbody fusion cages.
The implantation of five different cage designs in a func-
tional spinal unit was modelled, and these models were
subjected to compression, flexion and extension. The re-
sults showed that various cage designs led to little varia-
tion in the resulting stiffness. Experimental studies have
been done using animal and human cadaver models. The
influence of implant design, additional posterior instru-
mentation, surgical approach and bone mineral density on
stiffness, compressive strength and three-dimensional flex-
ibility under static, quasi-static and cyclic loading have
been investigated [11, 14, 15, 20, 27, 28, 29, 38, 40, 43].
Summarising their review of biomechanical cage studies
on human specimens, Oxland and Lund stated that the an-
terior approach produced better initial stability than the
posterior one, that adding a posterior fixation creates the
most stable construct, and that vertebral bone density
played a very important role for the compressive strength
of the interface between cage and vertebra [27]. The con-
clusions of all these studies have shown that the density of
the adjacent vertebrae was a more important factor for the
stabilisation of the spine – for its compressive strength,
flexibility and stiffness – than the cage design.
Several questions still remain unanswered, however,
and it is not clear which mechanical and biological condi-
tions are necessary to achieve fusion and long-term clini-
cal success. Initial stability is regarded as one pre-requi-
site for fusion, and is influenced by various parameters.
Examining the consequences of parameter variations on
the same specimen provides better insight into the amount
to which certain factors may influence the clinical out-
come. This cannot be achieved in experimental studies
due to the variability of cadaver specimens. In contrast,
analytical approaches are able to evaluate the influence of
certain parameters on one specimen. The objectives of this
study were therefore to evaluate the importance of cage
material, cancellous bone density and spinal loading for
the distribution and magnitude of stresses in the vertebrae
by means of a physiological finite element model.
Materials and methods
Three-dimensional finite element models of a functional spinal
unit with a cage and without were generated (Fig.1). To create
these models, computed tomography (CT) scans of an L2-L3 mo-
tion segment of a healthy young male were obtained. The sections
were automatically reconstructed to 1-mm-thick slices with a 1-mm
interval by the scanner. With custom-made software the CT data
were translated and the bony parts segmented. The resulting key-
points were transferred into commercial CAD-FEM software
(I–DEAS, EDS, Maryland Heights, Mo., USA), and a solid model
of the two vertebral bodies and the posterior elements was built.
Details that were not clearly visible on the CT scans were mod-
elled according to additional information. The shape of the inferior
endplate of L2 and the superior endplate of L3 were detailed as de-
scribed by Roberts et al. [32]. The initial radial bulge of the wedge-
shaped intervertebral disc was modelled similar to the shape de-
scribed by Brinckmann et al. [6]. The ratio between the surface ar-
eas of the nucleus pulposus and the annulus ground-substance was
defined such that the area of the nucleus occupied on average 43%
of the total disc area [37]. The position of the nucleus was chosen
according to measurements on human specimens.
The assigned material properties were adapted from previous
finite element studies and were assumed to be linear, homoge-
neous and isotropic. Their values and the chosen element specifi-
cations are presented in Table 1 and Table 2. The posterior ele-
ments were modelled with material properties intermediate to
those of cortical and cancellous bone as per Shirazi-Adl et al. [34].
Consistent with the published relationship between bone mineral
density and elastic modulus [2, 7], the elastic modulus of cancel-
lous bone was varied, encompassing those values of bone mineral
density measured in previous studies [2, 7, 20]. The influence of
others factors such as trabecular structure was, however, not con-
sidered. Cartilage layers were built on top of the bony facet joints.
No cartilaginous endplates were defined on the bony ones, as their
effect on load transfer was assumed to be negligible; furthermore,
the cartilaginous endplate is usually removed prior to cage insertion.
The annulus fibrosus was modelled as a composite material
comprising a series of 12 fibre bands embedded between ground-
substance layers [35]. For the fibres, “tension only” three-dimen-
sional truss elements were used and arranged in space at an aver-
age of 123.5° to each other in the outermost and 85.4° in the in-
nermost layers in a criss-cross pattern. Those values are in agree-
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Fig.1 The intact finite ele-
ment model (left) and the
model with cage (right)
ment with the observed variety in fibre angles [22, 41]. The fibre
cross-sectional areas varied along the radial direction of the annu-
lus to reflect the unequal distribution and properties of this struc-
ture. Their material properties were adapted based on the work of
Shirazi-Adl et al. [34] and Smit et al. [37] (Table 2). The ground-
substance was constructed with 1440 three-dimensional eight-node
brick elements (elastic modulus 4.2 MPa, Poisson ratio 0.45 [34]).
The nucleus pulposus was built using 1680 three-dimensional
eight-node hybrid elements, which are intended for use with al-
most incompressible material behaviour (elastic modulus 0.2 MPa,
Poisson ratio 0.4999 [33]).
Seven different ligaments being active in tension only were
also modelled with truss elements (Table 2). These elements were
orientated along the respective ligament directions obtained from
anatomical textbooks. The intact, ligamentous model of the func-
tional spinal unit consisted of 31,714 elements.
Model of the intervertebral cage
Intervertebral cages inserted from anterior provide better initial
stability, and a wider cage with an open frame design appears to
have biological advantages [27, 39, 40]. A wide, open monobloc
cage can provide more space for graft material and thereby a larger
possible interface between graft material and host bone, which is
thought to promote fusion [4]. Therefore, the design of our cage
model was based on the Syncage (Mathys Medical Ltd., Bettlach,
Switzerland), a so-called monobloc, box-shaped cage for anterior
or antero-lateral insertion (Fig.2).
Titanium and carbon fibre material properties were assigned to
the cage model, representing the two basic material types used for
interbody implants. As the focus in this part of our study was on
the initial, postoperative situation, bone ingrowth was not mod-
elled. Therefore, design details such as holes or grooves were not
included. Consequently, the elastic modulus of the cage materials
was reduced according to the calculated ratios between the sec-
ondary moments of area between the original cage and a corre-
sponding solid model, to take into account the more rigid, solid
faces of the model. Accordingly, a modulus of 77 GPa was defined
for titanium and of 38.5 GPa for carbon fibre, both had a Poisson
ratio of 0.3. Each finite element cage model consisted of 312 eight-
node brick and 52 six-node wedge elements. The appropriate cage
size was chosen according to the space between the vertebrae, as
proposed by the manufacturer to restore lordosis and disc height.
The original implant is convex to mimic the concave contours
of the endplates. This convex shape was not included in the model,
as the fit between the curved endplates and a flat implant would
represent a worst-case scenario, and is realistic for quite a number
of existing cages. For the insertion of the cage, an anterior ap-
proach was modelled (Fig.1) and the anterior longitudinal liga-
ment, the nucleus pulposus and the necessary amount of fibre
(Table 2) and annular elements were removed to fit the cage.
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Table 1 Material properties and element specifications for the bony parts and the cartilage of the model (C3D indicates the elements are
continuum three-dimensional elements; the number that follows indicates the number of nodes)
Material Element type Elastic modulus (MPa) Poisson No. of elements References
ratio
Total L2/L3
Cancellous 8-node brick C3D8 Varied: 30, 50, 100a, 200, 500, 1000 0.2 20160 10,368/9792 [2, 7, 20, 31, 34]
Corticalis C3D8 12,000 0.3 1680 864/816 [34]
Endplate C3D8 1000 0.4 1872 624 each [36]
Posterior elements 6-node wedge C3D6 3500 0.25 4 1069/700 [35] 
4-node tetrahedral C3D4 5
C3D8 1760
Cartilage C3D8 10 0.4 96 2*24 each [10, 16]
a The 100 MPa modulus comes from Shirazi-Adl et al. [34]
Table 2 Material properties
and element specifications for
the annular fibres and the liga-
ments (T3D2 three-dimen-
sional two-node truss ele-
ments)
a Values have been adapted
from Shirazi-Adl et al. [34]
and Smit et al. [37] for annulus
fibre layers and have been
taken from Lu and Hutton [19]
for ligaments
Material Element No. of elements Elastic Poisson Referencea, 
type (in cage model) modulus ratio cross sectional 
(MPa) area (mm2)
Annulus fibre layers T3D2
Outermost 480 (339) 550 0.3 0.7
Second 480 (340) 495 0.3 0.63
Third 480 (338) 440 0.3 0.55
Fourth 480 (335) 420 0.3 0.49
Fifth 480 (317) 385 0.3 0.41
Innermost 480 (0) 360 0.3 0.30
Ligaments T3D2
Lig. long. anterius 45 (0) 20 0.3 38
Lig. long. posterius 35 70 0.3 20
Lig. flava 13 50 0.3 60
Lig. intertransversia 12 50 0.3 10
Lig. interspinalia 6 28 0.3 35.5
Lig. supraspinalia 6 28 0.3 35.5
Lig. capsulae 20 20 0.3 40
Contact definition
The facet joints were treated as a nonlinear three-dimensional con-
tact problem, including friction. Finite-sliding interaction was de-
fined, allowing any arbitrary motion of the surfaces, i.e. separa-
tion, sliding and rotation. A classical isotropic Coulomb friction
model was chosen, but to the authors’ knowledge no data are avail-
able regarding the value of the friction coefficient in this joint. Ac-
cording to the data of McCutchen [24], a relatively high friction
coefficient of 0.1 was assigned as a worst-case scenario.
Because of the strong incongruency between the surfaces of the
cage and the anatomically curved endplates, a surface-based con-
tact definition was not applicable for this interface. Therefore, gap
elements were introduced. The contact direction was chosen to be
perpendicular to the cage surfaces. For the definition of the inter-
action between implant and bone, a literature search yielded few
data concerning the friction coefficient [8, 21]. The reported values
were related to friction between hip implants and the surrounding
femur. As most intervertebral implants have small teeth or serra-
tions on the contact surfaces that are supposed to prevent motion
of the implant, a higher friction coefficient of 0.8 was defined be-
tween the cage and the adjacent endplates.
Load, boundary conditions
To homogenise the load influence, the forces were distributed to
the nodes on the superior surface of the motion segment, a flat end-
plate on top of L2 (thickness 0.6 mm) and the uppermost nodes of
the corresponding posterior elements. The following loading con-
ditions were modelled with a resultant vertical force of 1000 N:
pure compression, flexion, extension and lateral bending. To pro-
duce the latter load cases, the magnitudes of the vertical forces
were varied in a ramp profile across the endplate and the posterior
elements, producing a compression load superimposed with the
desired moments. Depending on the varying positions of the heli-
cal axis of motion for flexion, extension and lateral bending, the
loads amounted to a maximum net moment of approximately 12 Nm
on the functional spinal unit.
To obtain convergence, a series of load steps was applied [26].
The inferior surface of L3 was constrained. All models with cages
were compared to the corresponding intact ones. The commer-
cially available software ABAQUS version 5.8 (HKS, Pawtucket,
R.I., USA) was used as a solver for these nonlinear analyses.
Results
Inserting an intervertebral cage altered the stress distribu-
tion in the functional spinal unit. Varying the cancellous
bone properties led to more pronounced changes of the
load transfer than changing the cage material properties,
but to smaller alterations than the implantation itself. Typ-
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Fig.2 Lateral radiograph of
the original cage (left), in-
house computer-assisted design
drawing of the cage (middle),
basis for the finite element
model (right)
Fig.3 Von Mises stress distri-
butions for intact cases (top
row) and models with a tita-
nium cage (bottom row) under
uniform compression of 
1000 N. A sagittal cut through
the cancellous core of L3 is
shown, anterior is to the left.
The displayed limits for the
colour bands are based on the
intact case, please note that
they are not identical
ical examples for the von Mises stress distribution in the
cancellous bone of L3 resulting from compression load
and different bone densities are presented in Fig.3. It is
clearly visible that the magnitude of the von Mises stress
following cage insertion exceeds the stress in the intact
case. Additionally, a distinct difference in the stress distri-
bution and the corresponding load transfer through the
cancellous bone can be seen between the two cases. A sim-
ilar distribution was seen for all different densities consid-
ered, as is evident from the examples shown in Fig.3.
The denser the cancellous bone, the more the stress
was concentrated in the contact areas between cage and
bone, while the remaining regions were unloaded. This
finding was confirmed when the magnitudes of the stresses
were considered. Examples for the percentile differences
of the maximum von Mises stress in the L3 vertebral body
between an intact and a cage model due to varied material
properties are depicted in Table 3. Results from discrete
element subsets lying in the sagittal plane at an anterior,
middle and posterior position (Fig.4) are presented. The
locations below the central slot of the modelled implant
were chosen to minimize possible artefacts resulting from
contact force peaks. Between the intact models with differ-
ent cancellous elastic moduli, the biggest difference in the
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Table 3 Percentages of the
maximum von Mises stress in
the subsets A, B, C of the
lower vertebra (Fig.4) due to
varied material properties. The
corresponding intact models
were set to 100%. All cages
were titanium, except for one
carbon fibre cage
Model with: A B C
Cancellous elastic modulus 30 MPa 187 33 107
Cancellous elastic modulus 50 MPa 192 29 117
Cancellous elastic modulus 100 MPa 207 32 134
Carbon fibre cage, cancellous elastic modulus 100 MPa 206 32 133
Cancellous elastic modulus 200 MPa 223 34 150
Cancellous elastic modulus 500 MPa 275 34 170
Cancellous elastic modulus 1000 MPa 317 32 172
Fig.4 Location of the element subsets A (anterior), B (middle), 
C (posterior) in the vertebral body of L3. The locations below the
central slot of the modelled implant were chosen to minimize pos-
sible artefacts resulting from contact force peaks
Fig.5 Von Mises stress distri-
bution due to different loading
conditions for the intact case
(top row) and the models with
cage (bottom row). The lateral
bending occurs to the side
shown. A sagittal cut through
the cancellous bone of L3 is
shown, anterior is to the left.
The limits for the colour bands
are based on the intact case.
All models had an elastic mod-
ulus for cancellous bone of 
100 MPa, and a titanium cage
was used
maximum von Mises stress was found in the middle subset,
and amounted to 99% when the modulus was increased
from 30 MPa to 1000 MPa. Conversely, changing the cage
material had a negligible influence on the resulting stresses.
Using a carbon fibre cage instead of a titanium one altered
the stress in both vertebrae by less than 2%. The insertion
of a cage itself, in contrast, increased the stress in the L3
body by +217% maximum compared to the intact model,
for a cancellous elastic modulus of 1000 MPa.
The von Mises stress distributions resulting from vari-
ous loading conditions are pictured in Fig.3 and Fig.5.
Following cage insertion, the stresses exceeded the levels
of the corresponding intact models for all load cases ap-
plied. Among compression, flexion and lateral bending,
the stress distribution remained relatively consistent. The
biggest alterations occurred in extension. These changes
indicate that varying the loading conditions altered the
stress distribution to a much smaller extent than did the
insertion of a cage.
The percentile differences of the maximum von Mises
stress between an intact model and a model with cage in
the element subsets of the cancellous bone of L3 for dif-
ferent load cases are provided in Table 4. For flexion, the
insertion of a cage had the biggest influence on the maxi-
mum stress, amounting to –80% (for the middle subset B)
and +207% (for the anteriorly lying subset A) (Fig.4),
compared to the corresponding intact case. The biggest
difference in the maximum stresses between the load
cases was an increase of +85% at the middle position if ex-
tension was compared to compression for a model with cage.
Discussion
Intervertebral cages have been a promising advancement
in spinal fusion [1, 5, 17, 18, 30, 31]; nevertheless, the bi-
ological and mechanical requirements as well as the crite-
ria for successful fusion are still under discussion [23, 25,
39]. This study evaluated the influence of cage insertion,
cage material, cancellous bone density and spinal loading
on the stress distribution in a functional spinal unit. In-
serting a cage increased the stress and markedly altered
the overall load transfer under all circumstances investi-
gated. The results revealed that the density of the bone is
a more important factor for the biomechanical behaviour
of a cage than the cage material or the spinal loading, ex-
tending findings from experimental studies [14, 27, 28].
Although the presented finite element models were
based on physiological material properties and spinal geo-
metry, including ligaments, there were some limitations.
The linear, isotropic material properties were a simplifica-
tion of the real situation and non-linear definitions will be
used in future studies, especially for the soft tissue. An-
other limitation was that for each material, the properties
were homogeneous. A more physiological material distri-
bution may have produced different stress distributions,
but may also introduce numerical uncertainties. Clinically,
intervertebral cages are not inserted in young healthy
spines. However, in most of the experimental studies in-
vestigating the biomechanical behaviour of cages, normal
functional spinal units have been used.
If intervertebral cages are implanted according to the
manufacturers’ instructions, the disc space is distracted,
leading to tension in the annular fibres. It is believed that
the contracting fibres produce compression between the
cage and the vertebrae, maintaining the cage in place. Sur-
geons refer to this as the “distraction-compression princi-
ple” [3]. This mechanism was not modelled here, which
might be considered as a limitation, but due to the vis-
coelastic nature of the fibres, it is unclear how long this
effect would last [15].
For the investigated implant shape, contact between
the cage and the endplates was concentrated at the periph-
ery of the cage. In vivo, similar stress concentrations may
overload the bone and increase the risk of subsidence.
However, peripheral endplate contact was tested by Stef-
fen et al. [38], and shown to provide similar mechanical
support to that of an implant with full support. Minimiz-
ing the contact between cage and endplate provides an in-
creased graft-host bone contact area, which enhances fu-
sion, but may endanger the mechanical stability. The dis-
tinction between failure and success is influenced by pa-
rameters such as the size of the contact area and the end-
plate properties. In this study, the distribution of material
properties over the endplate was considered to be homo-
geneous, which is not the case in reality [12]. An evalua-
tion of the effect of endplate properties and their distribu-
tion on the initial situation of the cage-vertebrae construct
is presently in process.
This study clearly showed that the insertion of a cage
changes the load transfer through a functional spinal unit.
The stresses were concentrated close to the contact zone
and the remaining regions were unloaded. The altered
stress distribution in the bony components adjacent to the
inserted cage is likely to trigger biological events, leading
to bone remodelling and resorption under the cage. In
general this remodelling capacity is considered as a posi-
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Table 4 Percentages of the maximum von Mises stress in the sub-
sets A, B, C of the lower vertebra (Fig.4) due to different load
cases (values for both sides of lateral bending – denoted as 1 and 2
– are given). The corresponding intact models were set to 100%.
All cages were titanium and the cancellous bone had the same elas-
tic modulus of 100 MPa
Loading A B C
Compression 207 32 134
Flexion 307 20 100
Extension 38 51 165
Lateral bending 1 144 38 154
Lateral bending 2 218 30 97
tive effect, enabling the adaptation of the bony structures
to the altered loading. Nevertheless, especially if bone
turnover cycles are perturbed, the bone adaptation might
not be possible and these structural changes may then lead
to damage of the underlying bone and subsequent subsi-
dence of the cage.
Even though it is generally accepted that initial stabil-
ity is a requirement for fusion, it has not been established
how much residual segmental mobility or micromotion at
the interface between implant or bone graft and host bone
can be tolerated. Further studies are planned to look at the
motion of the cage, with more combined loading cases
and cyclic loading. In addition, material properties will be
modified to represent different stages of fusion and bone
ingrowth into the cage to determine how load transfer
may be influenced over time. This is especially important
as the long-term success of intervertebral fusion remains a
matter of discussion [23, 39].
Using physiological finite element models of a func-
tional spinal unit enabled the evaluation of cage material,
cancellous bone density and spinal loading for the stresses
in the vertebrae. By calculating the stress distribution for
the entire motion segment, it was demonstrated how much
the overall stresses are affected by various parameters, es-
pecially by bone density. These changes cannot be ac-
cessed with experimental methods except at discrete loca-
tions [9]. In addition, the variability resulting from differ-
ent cadaver specimens used in experimental studies was
removed. The alteration of the load transfer is likely to
cause structural changes in the adjacent bone. These
changes may offer an explanation for the damage occur-
ring to the underlying bone, as well as for the subsequent
subsidence of the cage.
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